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Temporary Abutments (PEEK Plastic)  l  Bone Level and Bone Level Tapered

Components Overview

Temporary Abutment with Screw I PEEK Plastic
Diameter 4.0 mm

Temporary Abutment with Screw I PEEK Plastic
Diameter 6.5 mm

REF Number

TR-B1P4H13C

TR-B2P4H13C

Ø 

B1

B2

REF Number

TR-B1P7H13C

TR-B2P7H13C

Ø 

B1

B2

Temporary Abutment (PEEK Plastic) Screws 
(4pcs. per set)

REF Number

SC-B3023M1P

SC-B3023M2P

Ø 

B1

B2

Ø

Ø

Ø

B1 B2

B1 B2
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Prosthetic Guideline - Temporary Abutment (PEEK Plastic)

Temporary abutment (PEEK plastic) can be utilized for chairside fabrication by the dentist or by a laboratory. 
Temporary abutment (PEEK plastic) is suitable for the provisionalization of crowns or bridges to be insitu for 
several weeks.

There are two options: A. chairside by the dentist
                                    B. by the dental technician

Temporary Abutment (PEEK Plastic)

Prosthetic Guideline

Please note: there are two types of temporary abutment (PEEK plastic) available for B1 and B2 connections. 
As illustrated above one with diameter 4.0 mm and the other with 6.5 mm diameter.

Ø 4.0 mm

Ø 6.5 mm

                     B1                                           B2                                     
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Step 2

Step 1

Step 3

Connection Torque: 20 Ncm

Step 4

Restoration with Temporary Abutments (PEEK Plastic) 
Option A: chairside by the dentist

1.  

2.  

3.  

4.  

The temporary abutment (PEEK plastic) can 
be modified out of the mouth by attaching the 
temporary abutment into a lab analog. This way 
the patient does not need to retain their mouth 
open for long periods of time. First, place the 
temporary abutments into the implants to ensure 
their fit and to measure the necessary length of 
the temporary abutment requirements, then cut 
to length as required.

To ensure the color of a temporary abutment does 
not show through the temporary crown. It is 
advisable to mask the abutment before applying 
composite. The temporary crown is constructed 
with conventional coating techniques or with 
preformed acrylic temporary crowns.

Once the occlusion is adjusted, the screw channel 
is reopened and the temporary crown is taken out 
of the mouth. The temporary restoration is then 
adjusted, if necessary, further polishing once the 
implant and the screw channel is sealed.

The temporary crown is tightened to 20 Ncm.
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Prosthetic Guideline

Step 1

Step 2

Step 3

Connection Torque: 20 Ncm

Restoration with Temporary Abutments (PEEK Plastic)
Option B: by the dental technician

3.  

2.  

1.  

The completed temporary restoration is inserted 
into the patient’s mouth and tightened to 20 Ncm.

A temporary crown has two methods made by means 
of custom wax up or by a silicone index. To avoid 
the temporary abutment (PEEK plastic) showing 
through the acrylic, it can be coated with an opaque 
liner prior to veneering.

Temporary abutment (PEEK plastic) is fabricated in 
a laboratory.  Once the dentist has taken an impres-
sion of the implant and sent to the laboratory for 
fabrication. The temporary abutment (PEEK plastic) 
is connected into a lab analog. 
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